The Audibility of Low Vision Devices with Speech Output Used by Older Adults with Dual Sensory Impairment

Lorie St-Amour, OD, Jonathan Jarry, MSc, and Walter Wittich, PhD, FAAO, CLVT

SIGNIFICANCE: The successful uptake, integration, and use of vision rehabilitation devices with speech output depend to a large part on their audibility. However, individuals with combined vision and hearing impairments are at a disadvantage when using devices that do not consider multiple impairments.

PURPOSE: Sensory rehabilitation for individuals with combined vision and hearing impairment often relies on the use of assistive technology devices that use speech outputs (e.g., talking clock), but in individuals with dual impairment, their use is likely compromised by a concurrent hearing loss. The goal of this study was to evaluate the audibility of these devices in a population of individuals with acquired dual sensory impairment.

METHODS: We measured the ability to correctly repeat speech output presented by three assistive technology devices (talking watch, calculator, scanner) and confidence levels in response accuracy in 24 participants with visual impairment only and in 22 individuals with dual sensory loss. Stimuli were presented at three volumes that were repeated one or four times. Participants were placed at a fixed distance of 74 cm from the sound source.

RESULTS: The pattern of results was similar across the different devices, whereby an interaction of volume and repetition indicated that participants’ accuracy to repeat a phrase and their confidence in their response improved with increasing volume, but more so at higher numbers of repetition (P < .05; ω², from 0.005 to 0.298). Participants with dual sensory loss generally had lower accuracy and confidence.

CONCLUSIONS: Scores and confidence levels being very low across devices and users suggest that even participants with normal hearing for their age experienced a certain level of difficulty understanding speech output, confirming the need for better assistive technology device design.

Interesting in combined vision and hearing loss (dual sensory impairment) as comorbidity in the aging population has gained increasing attention in gerontology research agendas across the globe in recent years, given the dramatic increase in the number of older adults who are affected with both sensory impairments. The proportion of older adults 65 years or older who are affected by dual sensory impairment has been reported to be as high as 34%, and recent data revealed that 26% of older adults receiving home care and an additional 30% of long-term-care residents report both impairments of vision and hearing. With the general population aging, the prevalence of dual sensory impairment is expected to increase drastically in the coming decades, along with an increased need for the rehabilitation services dispensed to these individuals. The use of assistive technology devices constitutes an important part of sensory rehabilitation interventions, and these devices are often used as part of the compensation strategies for the disability. For example, auditory assistive technology often uses visual cues, such as warning lights for battery life, whereas visual assistive devices frequently use auditory signals, such as text-to-speech in reading devices. However, because dual sensory impairment is characterized by the loss of both modalities (vision and hearing), the use of such devices can be compromised because most of them rely on one ability to compensate for the loss of the other. A closer look at the literature confirms that very few data concerning the usability of assistive technology devices in the dual sensory impairment population exist. More specifically, we are unaware of any research that has assessed the audibility of low vision assistive technology devices that have an auditory component (e.g., speech output) in individuals affected with dual sensory impairment, a gap the present study aims to fill.

COMMON AGE-RELATED CHANGES IN HEARING

Age-related changes in hearing may be related to a variety of factors. Changes in the inner ear are have the most effect on speech understanding. As a person ages, the effects of environmental exposures (e.g., noise) are cumulative and may cause permanent damage to the cochlea (inner ear), the sensory organ that allows sound transmission to the auditory nerve. The hallmark of age-related hearing loss (presbycusis) is worsening of high-frequency thresholds. There are also age-related changes in the auditory nervous system that can affect the clarity of sound even if thresholds remain normal. Age-related hearing loss of high frequencies may thus result in reduced audibility and clarity of speech. Importantly, the effects of auditory aging can cause...
communication difficulties in everyday life that may eventually lead to social isolation and reduction of quality of life, resulting in the need for rehabilitation. Hearing rehabilitation aims to limit these effects induced by hearing loss and may consists of sensory management, perceptual training, counseling and use of assistive technology.

 COMMON AGE-RELATED CHANGES IN VISION

Normal age-related changes in vision include presbyopia, decreasing light transmission, and decreasing pupil size. The four most frequent causes of age-related visual impairment are cataracts, age-related macular degeneration, glaucoma, and diabetic retinopathy. Cataracts are characterized by the metabolic processes linked to aging processes that result in a clouding of the lens, causing blurred vision and poorer contrast sensitivity. Fortunately, when the cataract becomes an obstacle to vision, it can be extracted surgically, and visual function is generally restored. Age-related macular degeneration is characterized by an accumulation of extracellular deposits accelerated by risk factors such as smoking or sunlight exposure, which prevents the retina from receiving proper nutrition. As a result of this accumulation, retinal atrophy and tissue disorganization develop, and central vision for details becomes progressively affected. Glaucoma, a complex set of diseases that is not yet completely understood, is linked to the aqueous humor in the anterior chamber of the eye. This can increase intraocular pressure and eventually cause damage to the optic nerve either by direct pressure or by cutting off the blood supply to the nerve and thus creating atrophy. The main visual consequence is a progressive reduction of the visual field, as well as loss in visual acuity and contrast sensitivity in the late stages of the disease. Diabetic retinopathy is a disease affecting the small blood vessels in the retina. It can cause, among other problems, retinal hemorrhages, microaneurysms, and diabetic macular edema. Because of the variety of symptoms linked to this disease, visual consequences may also vary from a central deficit (macular edema) to Swiss cheese vision, where some parts of the retina become unusable, whereas others remain healthy. However, regardless of the cause, age-acquired diseases of the eye may result in reduced visual acuity and contrast sensitivity, which are not only important vision capacities in daily functioning but also important features to consider for speech reading.

 DUAL SENSORY IMPAIRMENT

The term “deafblindness” characterizes individuals with different levels of residual vision or hearing; therefore, it is often referred to as dual sensory impairment and includes early onset of either visual or hearing impairment and late development of the other and late onset of both impairments. The present study focused on acquired dual sensory impairment, which is often related to aging processes. This category represents indeed the greater part of individuals affected by dual sensory impairment, the most common causes being age-related macular degeneration in combination with presbycusis. Age-related changes in hearing may induce the loss of high frequencies, leading to poor speech recognition. In addition, age-acquired visual impairment may result in reduced visual acuity and contrast sensitivity. The combination of these two impairments frequently co-occurs with increased age and can create a very challenging reality for the individuals affected. For example, the use of simple everyday devices, such as a telephone, can be compromised, as its use requires both hearing skills to understand the person on the other end of the call and visual skills to be able to use the keypad. Some authors agree that dual sensory impairment may even represent a distinct disability, considering that the loss of one type of sensory input cannot be compensated by the other.

Together, these two types of impairment can have a tremendous negative effect on people’s functionality and social interactions. Guthrie et al. recently conducted a study that aimed to compare demographics and functional and psychological characteristics of individuals with dual sensory impairment using a database that contained data from four countries (Canada, the United States, Belgium, and Finland). The authors found that individuals with deafblindness had higher rates of depression, communication difficulties, and cognitive loss compared with participants with only one or without any sensory impairment. Also, cognition seemed to decline faster in individuals with dual sensory impairment living in long-term facilities compared with residents with a single-modality impairment. A study performed among 102 American older adults demonstrated that vision and hearing loss were moderately related to depression and anxiety among this population if the access to social and caregiving support was less than average. McDonnell obtained similar results for depression rate over time. Indeed, among the 2689 individuals composing the study sample, those who developed dual sensory impairment with age had higher rates of depression. In addition, in a cross-sectional study conducted by Viljanen et al., 27,536 participants older than 50 years were recruited to evaluate the impact of dual sensory impairment on social participation. Among the individuals tested, two-thirds of the participants with dual sensory impairment were not participating socially compared with one-half of the participants who did not report sensory impairment. The authors calculated an odds ratio of 1.21 of reduced social participation within the dual sensory impairment group compared with the control group. Guthrie et al. suggest that people with dual sensory impairment may experience an array of other illnesses, and therefore, this particular type of impairment needs to be addressed specifically to ensure the best quality of life.

 DUAL SENSORY IMPAIRMENT REHABILITATION

Dual sensory impairment rehabilitation uses not only assistive technology devices such as hearing aids or other systems designed to help discriminate speech (e.g., frequency modulation systems, pocket talker, and infrared systems for television), or magnifiers and talking devices to help with reading, but also technologies and strategies such as cochlear implants or tactile recognition. Environmental adaptations and communication strategies are used to ensure best quality of life. Among assistive technology devices, environmental devices can be used, such as vibrotactile or light signals for the doorbell, the telephone, or the fire alarm. In addition, cochlear implants are frequently used in individuals with dual sensory impairment and have been associated with improved communication. Cochlear implants are also used with older adults who have acquired dual sensory impairment and have been shown to adequately restore speech recognition with stable results over time. Special environmental adaptations can be made, for example, enhanced contrast and lighting, to facilitate daily activities and
movement for those with low vision. Communication strategies such as lip/speech reading are also taught to individuals with dual sensory impairment, even those with moderate to severe visual impairment. Indeed, these authors reported the benefits of paired auditory and visual speech for recognition and noted that these paybacks could also be beneficial for older visually impaired patients with a visual acuity as low as 6/120. Rehabilitation has been shown to be effective in terms of social interaction and prevention of depression in individuals with dual sensory impairment, although very few studies have addressed the subject.

DUAL SENSORY IMPAIRMENT REHABILITATION CHALLENGES

Assistive technology devices represent a priority in dual sensory impairment rehabilitation; however, their uptake, use, and abandonment rate have not been fully documented. Because many rehabilitation strategies are based on compensating for the missing ability by a second one, dual loss may create very specific challenges. This is particularly true because many assistive technology devices used in low vision rehabilitation are devices that use speech output. Wittich and Gagné suggested that the auditory signals used in assistive technology devices should be optimized to be easily detected, discriminated, and recognized by its users. With regard to low vision devices, this means that auditory components should be easily understood whether individuals have normal auditory threshold, have age-related diminished high-frequency sensibility, or have a moderate to profound hearing impairment. These specific devices are clearly not designed to be used by a population with age-acquired dual sensory impairment, considering the related hearing loss, but are still used because they are the only aids currently available. However, to date, no data examining their usability within this population exist. Considering that around 46% of the population older than 65 years affected by vision impairment also has a concurrent hearing loss, the need to investigate the use of appropriate assistive technology devices for the older population with dual sensory impairment is more than justified.

RESEARCH AIM

Members of this research team have previously investigated the usability of auditory assistive technology devices among a low vision population. Sixty adults 60 years or older were asked to use three different devices with either minimal or no instructions at all. The main outcome measure was successful device use, defined as the proper execution of the consecutive steps required to use the assistive technology devices. The goal of the present study is to reverse this previous approach and evaluate the audibility of low vision devices (talking watch, calculator, and scanner) with an auditory or speech component in a population of individuals with acquired dual sensory impairment. We investigated whether these specific devices could be understood by their users. In addition to the success in correctly hearing a device as an outcome measure for our study, we considered the accuracy of the responses as the ability to repeat the sound output of a device correctly, whether it corresponds to words or numbers, and the confidence level toward the repetition of the output. The ultimate goal was to establish clinical guidelines to inform the choice of assistive technology devices for this specific clientele as a part of rehabilitation, based on the audibility of each device.

METHODS

The study protocol was approved by the Centre de recherche interdisciplinaire en réadaptation du Montréal métropolitain’s institutional review board (CRIR-1165-0716) in accordance with the Declaration of Helsinki for research with human participants.

Participants

The participant group with dual sensory impairment included individuals with a vision impairment that was characterized by a visual acuity worse than 6/60 in the better eye with best standard correction, concurrent to at least a moderate hearing loss corresponding to an average pure-tone hearing threshold across four frequencies (500, 1000, 2000, and 4000 Hz) of 26-dB hearing loss or more in the better ear without hearing aid, as required for hearing rehabilitation eligibility in Quebec, Canada. The vision criteria and a hearing screening were used to define the study group of individuals with normal hearing and visual impairment only. All participants were recruited by either the CRIR/Centre de réadaptation MAB-Mackay du CIUSSS du Centre-Ouest-de-l’Île-de-Montréal or the CRIR/Institut Nazareth et Louis-Braille du CIUSSS de la Montréal-Centre. The cause of either sensory impairment was irrelevant, as long as visual acuity was impaired sufficiently due to some defect of central vision (e.g., age-related macular degeneration and diabetic retinopathy), resulting in decreased acuity.

Materials

The devices used in this study were a Tel-Time Talking Watch (MaxiAids; Farmingdale, NY; Appendix Fig. A1, available at http://links.lww.com/OPX/A394), a 10-digit Talking Calculator (MaxiAids; see Appendix Fig. A2, available at http://links.lww.com/OPX/A395), and an Optelec ClearReader+ Basic talking scanner (Optelec, Longueuil, Quebec, Canada; see Appendix Fig. A3, available at http://links.lww.com/OPX/A396). These assistive device technologies are all found among the aids available through the Régie de l’assurance maladie du Québec, the third-party payer for assistive technology devices in Quebec, Canada, and were chosen because they are among the most frequently recommended devices at the rehabilitation centers where this study was conducted. For reasons of availability, only female voices were used. The outputs of these three assistive technology devices were recorded using the Audacity software, along with a Blue Yeti (Logitech, Newark, CA) microphone in a soundproof room, whereby each device was 30 cm away from the microphone. Recorded audio was cleaned by applying a noise reduction in Audacity based on an ambient sound recording in the soundproof room, to maintain the sound quality for the purpose of volume magnification, without creating distortions of the sound. This procedure allowed us to maintain the most realistic sound profile of each recording.

The iTunes software (Apple Inc., Cupertino, CA) was used to play back the pre-recorded tracks corresponding to each device as WAVE files through a single speaker (Logitech Z130, Logitech, Newark, CA) attached to a MacBook Air laptop (Apple Inc.). The speech outputs from the devices varied between words or numbers, depending on the device (e.g., spoken time when using a watch). Three sound components for each device were recorded and played at three different intensity levels whereby the lowest volume
represented the intensity at which the device’s output would normally be presented at 30-cm distance during, for example, a demonstration of the device; the lowest volume for the watch was 50 dBA, and for the calculator and the scanner, it was 60 dBA, with volumes each increasing by 10 dB at each step. The choices of these starting volumes were based on the volume capacities and the volume range of each device. Please note that for all three devices the maximal volume created in this experimental setup was beyond the volume ability of the device. The targets for the talking watch consisted of three different times. For the calculator, three five-digit numbers were presented. For the scanner, three short phrases, varying from two to four words, were played.

Procedure
After obtaining informed written consent, the participants were placed at a fixed distance of 74 cm from the sound source (from the middle of the speaker to the middle of the outer ear). Participants who owned and brought their hearing aid wore the device during testing, and its functionality was confirmed by the research assistant. A practice target was presented to familiarize the participant. A photograph of the device and its name were presented to the participant before each sound series. Phrases were presented at the three volumes specified previously and were repeated first once and then four times for each volume. Participants were asked to repeat each phrase (either after the one or the four consecutive repetitions of the target) and rate their level of confidence in their answer on a scale from 1 to 10. No feedback was given during testing as to whether each response was correct. Testing was conducted under controlled conditions with a background noise of 37.7 dBA.

When visual acuity and hearing threshold were not available, a vision and hearing screening was performed using the Freiburg Visual Acuity Test and the method for hearing screening by Davis et al.,28 comprising the presentation of a 35-dB hearing loss pure tone at 3000 Hz one ear at a time, as well as two questions related to hearing difficulties. In the absence of a positive response in the better ear or with a positive response to one of the two questions, the participant was classified in the dual sensory impairment group. Additional information was collected, such as perceived hearing handicap (Hearing Handicap Inventory for the Elderly–validated questionnaire28) and cognitive screening (blind version of the Montreal Cognitive Assessment27), the administration order of which was alternated to be either at the beginning or at the end of the protocol.

RESULTS
Sample
We measured the ability to correctly repeat speech output presented by the assistive technology devices as well as participants’ confidence levels in their response accuracy in 26 participants with visual impairment only (visual acuity from 20/50 to no light perception in the better eye) and in 23 participants with dual sensory loss (visual acuity from 20/40 to no light perception; unaided mean pure-tone threshold ranging from 28- to 75-dB hearing loss). Analyses were conducted using the mean score of three trials per person per condition. Summary descriptive statistics and group comparisons are provided in Table 1. The proportion of individuals who failed the Montreal Cognitive Assessment in each group was similar. The Hearing Handicap Inventory for the Elderly scores, although statistically significantly higher in the dual sensory impairment group ($t_{27} = 3.25$, $P = .002$, $d = 0.93$), indicated that a wide range of individuals subjectively experienced hearing difficulties in both groups.

Success
The success of a task corresponded to the ability of a participant to repeat a target sentence without any mistakes (e.g., nine forty-one for the time 0941 hours). Fig. 1 presents the overall percentage of participants who were able to complete at least one of the tasks correctly. Success rates were low, ranging from 0 to 38%, depending on the condition, the device, and the participant group.

Accuracy and Confidence
Accuracy was defined as the ratio of correct words or numbers as a function of the total target number of words or numbers. In addition, the participants were asked to rate their confidence level in their response for each device and each task difficulty by rating their confidence on a scale from 1 to 10, with 10 being very confident. Both dependent variables were statistically significantly correlated, whereby increased accuracy indicated increased confidence across all conditions. Pearson correlation coefficients ranged from $r = 0.53$ to 0.72 for the watch, $r = 0.52$ to 0.63 for the calculator, and $r = 0.49$ to 0.65 for the scanner. Correlations between accuracy and Hearing Handicap Inventory for the Elderly scores ranged from $r = 0.50$ to 0.38 for the watch, $r = 0.49$ to 0.23 for the calculator, and $r = 0.33$ to 0.17 for the scanner. Correlations between confidence and Hearing Handicap Inventory for the Elderly scores ranged from $r = 0.44$ to 0.39 for the watch, $r = 0.34$ to 0.16 for the scanner, and $r = 0.56$ to 0.39 for the calculator. Correlations between pure-tone averages and the dependent variables were similar in size but not statistically significant, given the reduced sample size of individuals where audiograms were available.

Statistics
Analyses of covariance were conducted using both Hearing Handicap Inventory for the Elderly and visual acuity scores as potential covariates. For acuity, arbitrary values of 2.3, 3, and 3.1 as suggested by Schulze-Bonsel et al.28 were used to allow acuity reports of hand motion, light perception, and no light perception to be included in the analysis; however, no statistically significant effects were detected. Analyses of covariance are therefore only reported hereinafter for those analyses where Hearing Handicap Inventory for the Elderly scores emerged as a significant covariate.

| TABLE 1. Descriptive statistics for visually impaired and dual-impaired participants |
|-----------------|-----------------|-----------|--------|---------|
|                  | VI only         | DSI       | $P$    | Cohen $d$ |
| n                | 26              | 23        |        |         |
| Age (y), mean (range) | 83 (67–96)     | 83 (66–99) | .03   | 0.73    |
| Mean VA (better eye) | 20/316         | 20/316    | .74   | 0.11    |
| Mean PTA (dB HL)   | —               | 47 (28–67)| —     | —       |
| MoCA (pass/fail)   | 13/13           | 13/10     | .89   | —       |
| Mean HHIE score    | 20.1 (0–41.5)   | 23.8 (0.5–47.1) | .002 | 0.93    |

$\text{dB HL} = \text{decibel hearing loss}; \text{DSI} = \text{dual sensory impairment}; \text{HHIE} = \text{Hearing Handicap Inventory for the Elderly}; \text{MoCA} = \text{Montreal Cognitive Assessment}; \text{PTA} = \text{pure-tone average}; \text{VA} = \text{visual acuity}; \text{VI} = \text{visual impairment}.$
A three-way mixed within-between analysis of covariance was conducted to examine differences in accuracy across levels of volume and repetition in both visually impaired participants and individuals with dual sensory impairment. After controlling for the Hearing Handicap Inventory for the Elderly survey scores \( F_{1,46} = 6.81, P = .01, \eta^2 = 0.12 \), an interaction of volume and repetition emerged \( F_{2,92} = 5.78, P = .004, \eta^2 = 0.10 \), suggesting that scores improved with increased number of repetitions but more so at lower volumes (Fig. 2). However, scores did not differ significantly between the two groups, suggesting that individuals with normal hearing for their age had the same results as individuals with dual sensory impairment when the Hearing Handicap Inventory for the Elderly score was taken into consideration. For the confidence level reported by the participants, main effects of volume \( F_{2,90} = 32.98, P < .001, \eta^2 = 0.42 \), repetition \( F_{1,45} = 21.85, P < .001, \eta^2 = 0.32 \), and category \( F_{1,45} = 9.71, P = .003, \eta^2 = 0.16 \) emerged after controlling for the Hearing Handicap Inventory for the Elderly score, indicating that the confidence was higher in the visually impaired group compared with the dual sensory impairment participants at higher volumes and with increased number of repetitions (Fig. 3).

### Watch

A three-way mixed within-between analysis of covariance was conducted to examine differences in accuracy across levels of volume and repetition in both visually impaired participants and individuals with dual sensory impairment. After controlling for the Hearing Handicap Inventory for the Elderly survey scores \( F_{1,46} = 6.81, P = .01, \eta^2 = 0.12 \), an interaction of volume and repetition emerged \( F_{2,92} = 5.78, P = .004, \eta^2 = 0.10 \), suggesting that scores improved with increased number of repetitions but more so at lower volumes (Fig. 2). However, scores did not differ significantly between the two groups, suggesting that individuals with normal hearing for their age had the same results as individuals with dual sensory impairment when the Hearing Handicap Inventory for the Elderly score was taken into consideration. For the confidence level reported by the participants, main effects of volume \( F_{2,90} = 32.98, P < .001, \eta^2 = 0.42 \), repetition \( F_{1,45} = 21.85, P < .001, \eta^2 = 0.32 \), and category \( F_{1,45} = 9.71, P = .003, \eta^2 = 0.16 \) emerged after controlling for the Hearing Handicap Inventory for the Elderly score, indicating that the confidence was higher in the visually impaired group compared with the dual sensory impairment participants at higher volumes and with increased number of repetitions (Fig. 3).

### Calculator

A three-way mixed within-between analysis of covariance was conducted to examine differences in accuracy across levels of volume and repetition in both visually impaired participants and individuals with dual sensory impairment, after controlling for the Hearing Handicap Inventory for the Elderly survey scores. An interaction of volume and repetition emerged, suggesting that scores improved with increased number of repetitions but more so at lower volumes (Fig. 2). However, scores did not differ significantly between the two groups, suggesting that individuals with normal hearing for their age had the same results as individuals with dual sensory impairment when the Hearing Handicap Inventory for the Elderly score was taken into consideration. For the confidence level reported by the participants, main effects of volume, repetition, and category emerged after controlling for the Hearing Handicap Inventory for the Elderly score, indicating that the confidence was higher in the visually impaired group compared with the dual sensory impairment participants at higher volumes and with increased number of repetitions (Fig. 3).

---

**FIGURE 1.** Proportion of visually impaired and dual-impaired participants who could complete at least one of the tasks without mistakes. Success increased with increasing volume and with increasing repetition; however, overall success rates were extremely low and never exceeded 40%. 1 x = one stimulus presentation; 4 x = four stimulus presentations; DSI = dual sensory impairment; VI = visual impairment.

**FIGURE 2.** Accuracy of responses in visually impaired and dual-impaired participants using the talking watch. Because the patterns were similar in other devices, results for the calculator or the scanner are not presented here. Accuracy improves with an increased number of repetitions but more so at lower volumes. 1 x = one stimulus presentation; 4 x = four stimulus presentations; DSI = dual sensory impairment; VI = visual impairment.
for survey scores. An interaction of volume and repetition was obtained for the accuracy ($F_{2,74} = 13.55, P < .001, \eta^2 = 0.27$), demonstrating that the scores improved with an increased number of repetitions, and more importantly at lower volumes. Scores did not differ significantly between the two groups after controlling for the Hearing Handicap Inventory for the Elderly ($P = .04, \eta^2 = 0.16$) for confidence scores, an interaction of volume and repetitions was obtained ($F_{2,70} = 7.10, P = .002, \eta^2 = 0.16$) after controlling for the Hearing Handicap Inventory for the Elderly scores, indicating that confidence improved with an increased number of repetitions and at higher volumes. Confidence did not differ between the two groups after controlling for the Hearing Handicap Inventory for the Elderly scores.

**Scanner**

An interaction of volume and repetition was obtained for accuracy ($F_{2,94} = 4.78, P = .01, \eta^2 = 0.09$), indicating that the score improves with an increased number of repetitions, this effect being more important at lower volumes. A main effect of the category was also noted, indicating that the accuracy was overall lower in participants with dual sensory impairment ($F_{1,47} = 4.74, P = .04, \eta^2 = 0.09$). An interaction of volume and repetition was obtained for confidence scores ($F_{2,94} = 18.05, P < .001, \eta^2 = 0.27$), indicating that the score improved with an increased number of repetitions, this effect being more pronounced at higher volumes. A main effect of category was noted, indicating that the confidence was overall lower in participants with dual sensory impairment ($F_{1,47} = 4.74, P = .02, \eta^2 = 0.11$). A complete summary of all pairwise comparisons is provided in Appendix Table A1, the pairwise comparisons, available at http://links.lww.com/OPX/A397.

**DISCUSSION**

The main goal of the present study was to investigate the audibility of three low vision assistive technology devices with speech output (watch, calculator, and scanner) in a population of older adults with acquired visual or dual sensory impairment. We measured the ability to complete a series of tasks, asking participants to repeat what they heard when using these devices at increasing levels of volume and repetition of the signal. In addition, we measured the accuracy of their answers and their confidence in responding correctly. The proportion of all participants who were able to complete our tasks under conditions that resemble device use because it is often observed in a client’s home with the regular volume output of the device (i.e., either one or four repetitions at the lower volume) ranged from 0 to 15% in the visually impaired group and was 0% in the dual sensory impairment group. These results indicate that not only were individuals with dual sensory impairment unable to complete the tasks, but visually impaired individuals with age-normal hearing experienced difficulty as well. The audibility of the low vision assistive technology devices tested is compromised in older individuals with visual impairment, and these devices might not be the most suitable aids to be prescribed to this population or would require additional volume adjustment options. In addition, we demonstrated that increased volume and number of repetitions lead to better accuracy and confidence among both groups. Therefore, we propose that individuals with dual sensory impairment would benefit from aids with larger volume control options. However, the results seemed to reach a plateau, giving the impression that increasing volume can only improve results up to a point. We speculate that, given the nature of the hearing loss, the sounds presented remain distorted for the listener, and the tasks still present a challenge. Interestingly, the observed differences in audibility between the two groups were rendered nonsignificant in some conditions when controlling for participants’ subjective judgment of their own hearing difficulties using the Hearing Handicap Inventory for the Elderly questionnaire. This finding leads us to believe that the self-perceived level of hearing difficulty is an important factor to consider during the device recommendation process. Rehabilitation professionals may benefit from systematically evaluating subjective hearing difficulty when choosing vision rehabilitation devices that use speech output.

**Accessibility and Technology**

Previous studies examined the usability of a device by focusing on the interaction between the user, the device, and the environment. The International Standards Organisation defines the usability of a device through three elements: effectiveness (accuracy and completion of the task), efficiency (ratio between benefit of use and time, effort, effectiveness, and cost), and satisfaction (as subjectively reported by the user). In addition, the concept of universal accessibility stipulates that an aid should be usable and accessible to people of all ages and abilities (with their respective disabilities) and with little adaptation. These principles were created specifically to achieve universal accessibility with the ultimate goal to design and create aids that can be used by a heterogeneous population in terms of disability type and severity. Some authors suggested that, instead of applying the concept of universal accessibility, developers should use a more dynamic approach, therefore adapting the design of systems and interfaces to an evolving population with different needs, abilities, and degree of disability.

This new concept is
called the “user-sensitive inclusive design” and encourages devices to be made for a population with a wider range of characteristics instead of targeting a category of disability.\textsuperscript{31}

In the case of the devices used in our study, these assistive technology devices should be able to present spoken information that is perceivable and comprehensible by everyone. In general, the number of systematic and rigorous studies that have addressed the interaction between assistive technology devices and the users (usability and/or effectiveness) remains very limited, whereby those that specifically examine vision and hearing impairment technology are even sparser.\textsuperscript{18,32} One such study reviewed assistive technology devices in the context of Internet access for the population with dual sensory impairment.\textsuperscript{33} The main conclusion was that the devices and approaches that are currently available were not fully adequate, although they improved access. Another concern was that all the studies reviewed simulated dual sensory impairment to test for the effectiveness of the assistive technology devices (e.g., individuals with normal vision and hearing thresholds were tested) instead of directly considering and involving the users themselves.\textsuperscript{33} This problem has previously been reported qualitatively by individuals with dual sensory impairment who feel excluded and want to be consulted in the development of technology that can benefit their needs.\textsuperscript{34} In addition, members of this research team have previously investigated the usability of auditory assistive technology devices among a low vision population.\textsuperscript{24} Their conclusions were that the usability varied widely depending on the device, the instructions provided to use the device, and the complexity of the task. The authors not only suggested several adaptations to the devices themselves but also proposed improvements to the rehabilitation process and device introduction by clinicians to devices users. For example, they suggested additional practice, task repetition, and proper instructions as winning strategies.

Confidence

Usability is generally tested separately from the user’s satisfaction with the use of a device, and confidence in its use is rarely addressed. As for satisfaction, subjective measures of usability have mostly been investigated through validated satisfaction questionnaires, which was not the case in the present study.\textsuperscript{32} However, confidence in using an aid could contribute to better satisfaction. In the present study, success, accuracy, and confidence levels were investigated whereby confidence generally increased with accuracy in both groups; we can thus expect a better confidence level with effective use of assistive technology devices. From a clinical standpoint, this might translate into a decrease in the abandonment rate of an assistive technology device and an increase in general satisfaction levels with a device. Future studies should include measures of confidence in the outcome of a device and its use, to better reflect the user experience and guide future device development.

Aging and Technology

Technology is developing fast, but very little information on the interaction between new technology and its target users is available. In the present study, most users were older adults with acquired sensory impairment. The normal aging process is characterized by changes in the physical, mental/cognitive, and sensory states, which can modify the interaction with technology.\textsuperscript{15} Previous research has indicated that engineers and designers should be able to not only understand the functionality and usability of a product but also better comprehend users’ capacities and confidence in using any given product.\textsuperscript{31} Older adults of today are more likely to abandon a product or an aid that is too demanding.\textsuperscript{31} Research has shown that among the predictors of assistive technology device abandonment are poor performance of the device and changes in the needs or priorities of the user.\textsuperscript{35} Poor success in using an aid and little accuracy and confidence are thus more likely to lead to aid abandonment in older adults.

A recent study investigated the approach and use of technology by older hearing-impaired individuals.\textsuperscript{36} The authors suggested adapting the approach depending on the clients’ attitudes toward technology; however, attitudes of the participants were generally positive toward the use of technology for their rehabilitation. In addition, the authors noticed that aids that required a certain level of hearing ability, such as music players or home security systems with an auditory modality, were less likely to be used by their hearing-impaired participants. The authors concluded that one should not use a universal but more client-centered approach that is individualized and oriented toward the needs and priorities of each user. These results might not generalize to an older population with age-related hearing loss because most participants in their study had been hearing impaired since childhood. They indeed could have been exposed to assistive technology devices at a younger age, and this likely influenced their attitudes toward and experience with technology.

Limitations and Future Directions

The present findings need to be considered within certain limitations. Originally, it was intended to compare the outcome of devices with female and/or male artificial voices. It is indeed known that higher pitches are generally more difficult to understand by individuals with age-related acquired hearing impairment, given their predominant loss in the upper frequencies.\textsuperscript{37} However, only assistive technology devices with female voices were chosen because the study was conducted both in French and in English, and the only assistive technology devices available in both languages were those with female voices. Therefore, it is possible that the use of devices with male voices may result in improved success, accuracy, and confidence. The calculator voice was not available in French, and therefore, the available data were reduced for this particular device. In addition, the texts used for the scanner were very short phrases, devoid of context, making the task more difficult and highlighting the importance of contextual cues for comprehension. Future investigations should include a control group whose sensory capacities are within age-expected norms and should include a group of individuals with hearing loss only. In addition, our findings may not generalize to younger individuals with sensory loss, those with lifelong impairments, and other assistive technologies with speech output. Finally, we had intended to test the devices in a context that would compare to everyday use. However, to facilitate the testing and manipulation of the sound output, we decided to record the devices, speculating that having access to visual cues would not affect our results. For example, none of our devices provided facial information on a screen to facilitate speech recognition. Numerous studies have shown that adding a visual component, such as a video of the person speaking, could have a tremendous benefit for understanding speech, both in adults with normal hearing and in those with hearing impairment who were using cochlear implants.\textsuperscript{38–40} Individuals with profound hearing loss do not seem to benefit as much of auditory-visual speech perception.\textsuperscript{39} The impact of visual cues in speech perception has also been shown to be more important when the sound is distorted, for example, with background noise, or when the target is unfamiliar.\textsuperscript{39} However, these studies seem to consider normally sighted individuals only. An alternative strategy
might be to provide a scrolling text display on a device in addition to speech output; however, we are not aware of any research comparing hearing abilities when additional written information is provided.

CONCLUSIONS

The results indicated that the audibility of vision rehabilitation assistive technology devices with speech output used in this study depended on whether participants had concurrent hearing loss. In addition, scores and confidence levels being very low in both participant groups suggest that even those with normal hearing for their age experienced a certain level of difficulty understanding artificial speech output. Future device design needs to improve audition for assistive technology devices whose usefulness depends on speech output comprehension. We hope that this study will raise awareness among researchers and clinicians alike when choosing and referring aids for older low vision patients who have a concurrent hearing loss. Our data suggest that the specific aids tested here are only of limited use for older individuals with dual sensory impairment. Accuracy and confidence will need to be tested during the rehabilitation process to confirm the usability of a device. Clinicians and researchers should also keep in mind that hearing is naturally reduced as a result of the aging process, specifically in the higher frequencies, and even individuals with age-normal hearing abilities can potentially experience difficulty in using low vision aids with speech output.

ARTICLE INFORMATION

Supplemental Digital Content: Appendix Figure A1, an image of the Tel Time Talking Watch, is available at http://links.lww.com/OPX/A394.

Appendix Figure A2, an image of the 10-digit Talking Calculator, is available at http://links.lww.com/OPX/A395.

Appendix Figure A3, and an image of the Optelec ClearReader+ Basic talking scanner, is available at http://links.lww.com/OPX/A396.

Appendix Table A1, the Pairwise Comparisons, is available at http://links.lww.com/OPX/A397.

Submitted: July 30, 2018
Accepted: January 20, 2019
Funding/Support: Centre for Interdisciplinary Research in Rehabilitation (to WW).
Conflict of Interest Disclosure: None of the authors have reported a financial conflict of interest.
Study Registration Information: CRIR-11650716.

Author Contributions and Acknowledgments: Conceptualization: LS-A, WW; Data Curation: LS-A, JJ; Formal Analysis: LS-A, JJ, WW; Funding Acquisition: WW; Investigation: LS-A, WW; Methodology: LS-A, JJ, WW; Project Administration: JJ, WW; Resources: WW; Software: JJ, WW; Supervision: WW; Writing—Original Draft: LS-A, WW; Writing—Review & Editing: WW.

We would like to thank Jonathan Jarry, Alexandre Beaulieu, and Jérémie Voix, as well as the Institut Raymond-Dewar, and Jérémie Voix, as well as the Institut Raymond-Dewar, for their support.

REFERENCES


34. Lejeune BJ. Aging with Dual Sensory Loss; Thoughts from Consumer Focus Groups. AER J 2010;3:146–52.


