Alterations in the endometrium of rats, rabbits, and *Macaca mulatta* that received an implantation of copper/low-density polyethylene nanocomposite

This article was published in the following Dove Press journal:
International Journal of Nanomedicine
25 February 2014
Number of times this article has been viewed

**Abstract:** A copper/low-density polyethylene nanocomposite (nano-Cu/LDPE), a potential intrauterine device component material, has been developed from our research. A logical extension of our previous work, this study was conducted to investigate the expression of plasminogen activator inhibitor 1 (PAI-1), substance P (SP), and substance P receptor (SP-R) in the endometrium of Sprague Dawley rats, New Zealand White rabbits, and *Macaca mulatta* implanted with nano-Cu/LDPE composite. The influence of the nano-Cu/LDPE composite on the morphology of the endometrium was also investigated. Animals were randomly divided into five groups: the sham-operated control group (SO group), bulk copper group (Cu group), LDPE group, and nano-Cu/LDPE groups I and II. An expression of PAI-1, SP, and SP-R in the endometrial tissues was examined by immunohistochemistry at day 30, 60, 90, and 180 post-implantation. The significant difference for PAI-1, SP, and SP-R between the nano-Cu/LDPE groups and the SO group (*P*, 0.05) was identified when the observation period was terminated, and the changes of nano-Cu/LDPE on these parameters were less remarkable than those of the Cu group (*P*, 0.05). The damage to the endometrial morphology caused by the nano-Cu/LDPE composite was much less than that caused by bulk copper. The nano-Cu/LDPE composite might be a potential substitute for conventional materials for intrauterine devices in the future because of its decreased adverse effects on the endometrial microenvironment.

**Keywords:** copper/low-density polyethylene nanocomposite, intrauterine device, side effects, endometrium

**Introduction**

As a safe and highly effective contraceptive, copper-bearing intrauterine devices (Cu-IUDs) have been increasingly used worldwide for population control.1,2 It is well known that copper ions play an important role in the contraceptive mechanism of Cu-IUDs. On the one hand, the formation of cupric ions leads to spermicidal effects before fertilization and inhibitory effects of embryo implantation after fertilization.3 On the other hand, copper enhances the possibility of local injury on the endometrium, including mechanical stimulation and sterile inflammation.4 Large-scale epidemiologic studies indicate that adverse effects, such as spotting, pain, and intermenstrual bleeding, are still the main obstacles frequently associated with discontinuation of the Cu-IUDs.5–7 All those adverse effects are most likely relevant to the burst release of copper ions in the first few months of usage. It has been demonstrated that a burst release of copper ions occurs in the first few months after insertion, and then the release rate
decreases and stabilizes gradually. Therefore, controlling the release process of copper ions should be considered to maximize contraceptive efficacy and minimize adverse effects by preventing burst release rates at the initial period after insertion.

To lessen the adverse effects resulting from Cu-IUDs, a novel IUD material, copper/low-density polyethylene nanocomposite (nano-Cu/LDPE; patent number ZL200610124658.9) with various mass fractions of copper nanoparticles, has been prepared successfully. Briefly, the nano-Cu/LDPE composite is manufactured by physicochemical methods, combining high-quality copper nanoparticles, synthesized by heating and evaporation methods, and LDPE powders (Figure 1). Copper nanoparticles are distributed in the composites uniformly, and the LDPE matrix is the frame. The spacing inside it offers osmosis passageway for copper ions and corrosion mediator, and it can effectively control the corrosion rate by separating the copper nanoparticles with the matrix; thus, it can control the copper ion release velocity. Its copper nanoparticles will convert into cupric ions when they meet with aqueous solutions such as water and simulated uterine solution. When the cupric ions release and dissolve in uterine secretions, they can lead the spermatozoa to lose their activities and enhance the contraceptive efficacy of the Cu-IUD.

Several observations in previous works were performed to explore whether this new composite can lessen adverse effects, as we hoped. In vitro tests for toxicity indicated that the nano-Cu/LDPE composite was very promising on histocompatibility. The results of the experiment in rats demonstrated that the nano-Cu/LDPE composite had less influence on mouse endometrium than bulk copper. A study on morphology also found that nano-Cu/LDPE composite had less influence on mouse endometrium ultrastructure than bulk copper. The results indicate that this new material has low rates of adverse effects and reliable safety. However, the number of observations in previous work is very limited, and further research is needed.

Following in the steps of a previous research series, we aimed to explore the alterations of nano-Cu/LDPE composite in the endometrial environment by evaluation of the relevant factors of fibrinolytic activity inhibitor, such as plasminogen activator inhibitor 1 (PAI-1), substance P (SP), and substance P receptor (SP-R) in different species (rat, rabbit, and Macaca mulatta). The influence of the nano-Cu/LDPE composite on the morphology of the endometrium was also investigated in the present work.

Materials and methods

IUD component materials

The IUD component materials were provided by the Department of Materials Science and Engineering of Huazhong University of Science and Technology, Wuhan, People’s Republic of China. There were three different materials: bulk copper, LDPE, and nano-Cu/LDPE composite. The nano-Cu/LDPE composites were of two types: copper ions released at 5–10 μg and 11–20 μg/220 mm² per day. The nano-Cu/LDPE composite sample was prepared via our own patented techniques and has been introduced in our previous work. The IUD component materials came in various sizes: surface areas of 4 mm² (used for Sprague Dawley [SD] rats), 20 mm² (for rabbits), and 35 mm² (for M. mulatta).

Animal treatment

Sexually mature female SD rats (weight range, 200–240 g) and New Zealand White rabbits (weight range, 2.5–3.0 kg) were obtained from the experimental animal center of Tongji Medical College, Huazhong University of Science and Technology. Sexually mature female M. mulatta weighing 4.8–8.1 kg, aged 4–12 years, were provided by the nonhuman primate experimental center (Fujian Family Planning Institute, Fuzhou, People’s Republic of China). Animals were allowed to acclimatize for 1 week before carrying out the experiment and were bred under standard conditions. Drinking water and conventional feed were provided ad libitum. All protocols for animal care and treatment were approved by the Ethical Committee of Tongji Medical College, Huazhong University of Science and Technology.

One hundred and eight sexually mature female SD rats were recruited and randomly divided into five groups: the sham-operation group (SO group; n=12), the bulk copper group (Cu group; n=24), the LDPE group (n=24), and the nano-Cu/LDPE groups I (5–10 μg/220 mm² per day; n=24) and II (11–20 μg/220 mm² per day; n=24). Forty rabbits were randomly divided into five groups: the SO group, Cu group, LDPE group, and nano-Cu/LDPE groups I and II. Each group...
had eight rabbits. Animals in the Cu, LDPE, and nano-Cu/LDPE groups were anesthetized, and the corresponding material was inserted into the caudal portion of unilateral uterine horn and secured to the uterine wall via operations including laparotomy and uterotomy. Likewise, 30 M. mulatta were divided into five groups. Each group had six animals. M. mulatta (3–5 days after menstruation) in the Cu, LDPE, and nano-Cu/LDPE groups were anesthetized, and then each corresponding material was inserted into the central portion of the uterus. Animals in the SO groups were treated with the same operations except for the insertion of the materials. During the experiment, animals were examined daily for any clinical signs and general abnormal appearances of the skin, awareness, motor activity, posture, muscle tone, reflexes, and autonomic features.

**Determination of the PAI-1, SP, and SP-R levels in SD rats**

The rats of each material-bearing group were divided into two subgroups (n=12), and the endometrial tissues were collected at days 90 and 180 after insertion. Because it was reported that the IUD in one uterine horn also changed the fibrinolytic activity of the contralateral horn,1 instead of using the same animal’s contralateral uterine horn as the control, 12 rats with SO treatment served as controls. Briefly, after anesthesia with 10% chloral hydrate (3 mg/kg intraperitoneally), the endometrial tissues of the material-bearing uterine horns (the uterine horns operated on in the SO group) were collected via laparotomy and uterotomy under aseptic conditions. Uterine tissue samples were cut into 5 × 2 mm pieces and gently washed with 0.85% physiological saline. Pieces were fixed immediately in 4% (w/v) paraformaldehyde (pH 7.2) for 14–16 hours at 4°C. Next, the samples were prepared for paraffin blocks by being dehydrated in gradient ethanol (70%, 75%, 80%, 95%, and 100%) and then immersed in benzene, and mounted with neutral gummi (Maixin). Slides were examined by light microscopy. The positive-stained cells were full of brown-yellow dye in the cytoplasm.

**Determination of PAI-1, SP, and SP-R levels of New Zealand White rabbits**

Rabbits were anesthetized with 3% pentobarbital sodium (1 mL/kg intravenously). Endometrial tissues of the material-bearing uterine (the uterine horns operated on in the SO group) were collected under aseptic conditions at day 60 after insertion. Primary antisera were goat-anti-rabbit anti-PAI-1 polyclonal antibody (Boster; 1:150 dilution), goat-anti-rabbit anti-SP polyclonal antibody (Boster; 1:150 dilution), and goat-anti-rabbit anti-SP-R polyclonal antibody (Boster; 1:150 dilution). Other experiential procedures and reagents except for the primary antibody were the same as SD rats.

**Determination of PAI-1, SP, and SP-R levels of M. mulatta**

M. mulatta were anesthetized with 10% chloral hydrate (10 mg/kg intravenously), and the endometrial tissues of the material-bearing uterine (the uterine center operated on in the SO group) were collected under aseptic conditions at day 30 after insertion. Primary antisera were rabbit-anti-human anti-PAI-1 polyclonal antibody (Boster; 1:150 dilution), mouse-anti-human anti-SP monoclonal antibody (Abcam; 1:1000 dilution), and rabbit-anti-human anti-SP-R polyclonal antibody (1:200 dilution). Other experimental procedures and reagents were the same as for SD rats.

**Image analysis**

Five visual fields for each slide were captured by the imaging system Olympus multifunction microscope (Olympus Corporation, Tokyo, Japan) with an application of cell measure procedures in the HMIAS-2003 high-definition color medical image analysis system (Qianping Image Co., Ltd, Wuhan, People’s Republic of China); the expression of PAI-1, SP, and SP-R was analyzed with the average optical density value; and then the mean and standard deviation in each group were calculated.
Transmission and scanning electron microscopy analysis

Using these endometrial tissue samples, the morphologic features of endometrium were observed by transmission electron microscopy (TEM; Hitachi H-300; Hitachi Ltd, Tokyo, Japan) and scanning electron microscopy (SEM; JEOL, Tokyo, Japan).

Statistical analysis

SPSS 13.0 statistical software (SPSS Inc., Chicago, IL, USA) was used for statistical analysis. All values were expressed as mean ± standard deviation. The Student–Newman–Keuls test and Student’s t-test were applied for statistical evaluation. A P-value of <0.05 was considered statistically significant.

Results

PAI-1, SP, and SP-R levels in rats

PAI-1 was expressed mainly on endochylema of vessel endothelial cells and epithelioglandular cells. Much obvious expression was observed in the endometrium of the SO group and nano-Cu/LDPE group I (Figure 2A and B). The PAI-1 of the Cu group was localized in part in the endochylema of vessel endothelial cells (Figure 2C). Likewise, SP (Figure 2D and E) and SP-R (Figure 2F and G) also, were expressed mainly on the endochylema of vessel endothelial cells and epithelioglandular cells; obvious expression was observed in the endometrium of the Cu group.

The optical density values of positive products within cells were measured and analyzed (Figure 3). At day 90 after insertion, there was no difference for PAI-1 expression among the nano-Cu/LDPE groups I and II and the Cu group (P>0.05), but expression was lower than that of the SO group (P<0.05). In comparison with the Cu group, the levels of SP in the nano-Cu/LDPE groups and the LDPE and SO groups were significantly decreased (P<0.05). The SP-R expression of the nano-Cu/LDPE groups and the LDPE group were higher than that of the SO group (P<0.05) but lower than that of the Cu group (P<0.05). At day 180 after insertion, no difference of PAI-1 expression in all

Figure 2 Distribution of plasminogen activator inhibitor 1 (PAI-1), substance P (SP), and substance P receptor (SP-R) in the endometrium of rats. At the 90th day after insertion, the tissues obtained from endometrium were examined by immunohistochemistry. (A) PAI-1 of the sham-operated control group. (B) PAI-1 of the nano-copper (Cu)/low-density polyethylene (LDPE) group I. (C) PAI-1 of the Cu group. (D) SP of the nano-Cu/LDPE group I. (E) SP of the Cu group. (F) SP-R of the nano-Cu/LDPE group I. (G) SP-R of the Cu group.
Material-bearing groups was observed ($P>0.05$). Compared with that of the SO group, the SP level of the Cu group was significantly increased ($P<0.05$). There was no difference in SP-R levels among all groups except for the Cu group. From 90 to 180 days after insertion, PAI-1 and SP counts were not significantly different in the same group ($P>0.05$), but an obvious decrease in SP-R expression for each experimental group was observed ($P<0.05$).

**PAI-1, SP, and SP-R levels in rabbits**

PAI-1 was mainly expressed around the endometrial blood vessels, in the cytoplasm of smooth muscle cells, and in some epithelioglandular cells (Figure 6A–C). SP (Figure 6D and E) and SP-R (Figure 6F and G) were mainly observed around endometrial blood vessels, some in the cytoplasm of smooth muscle cells.

Figure 7 shows the PAI-1, SP, and SP-R levels of *M. mulatta*. At day 30 after insertion, the levels of PAI-1 in nano-Cu/LDPE groups were significantly lower than that in the SO group ($P<0.05$) but higher than in the Cu group ($P<0.05$). In addition, the PAI-1 level in nano-Cu/LDPE group I was significantly higher than in group II ($P<0.05$). Compared with the SO group, the concentrations of SP in all material-bearing groups except for the LDPE group were significantly increased ($P<0.05$), and these parameters in the nano-Cu/LDPE groups were significantly higher than in the SO group ($P<0.05$) but lower than in the Cu group ($P<0.05$).

**Morphology of endometrium**

The TEM images of the endometrial ultrastructure for the rats that received implants for 90 days are presented in Figure 8. The ultrastructure of endometrium of the SO group rats (Figure 8A) can be seen such that no obvious abnormality was found in the morphology and structure of epithelia and that the junction of cells can be observed normally. In the LDPE group (Figure 8B), the structure of endometrial cells was close to normal, and the gap of some of the stromal cells became larger. The ultrastructure of the endometrium in the nano-Cu/LDPE group I is shown in Figure 8C and D. In the mass, the structure of endometrial cells was close to normal. In Figure 8C, one can see that the microvilli of endometrial epithelial cells became shorter and sparser. In Figure 8D, the lysosomes in the epithelial cells increased slightly. The ultrastructure of endometrium of the nano-Cu/LDPE group II is shown in Figures 8E and F. The endoplasmic reticulum
in the epithelial cells expanded slightly. In Figure 8E, one can see that the microvilli became shorter, larger, and sparser. In Figure 8F, the lysosome in the epithelial cells increased significantly. The ultrastructure of endometrium of the Cu group is shown in Figure 8G and H. In Figure 8G, it can be seen that the endoplasmic reticulum of the epithelial cells expanded obviously; it also can be seen that the junction of cells disappeared, the outline of the cells was obscured, the microvilli of the epithelial cells became shorter and larger, and some of the microvilli were broken off. In Figure 8H, it can be seen that the mitochondria have already been deformed seriously and that some of the cells in the stroma collapsed.

The SEM and TEM images of endometrial ultrastructure for the rabbits are presented in Figure 9. In the SEM images, the endometrial mucosal surface of the SO group (Figure 9A) was lined by secretory cells and isolated groups of ciliated
cells and exhibits many glandular openings. Secretory cells were characterized by a moderate number of microvilli. Changes in the morphology of the endometrium were slight in the LDPE and nano-Cu/LDPE I groups (Figure 9B and C). In Figure 9D (the nano-Cu/LDPE group II), secretory cells lining the uterine mucosa became larger and were characterized by a sparse population of short microvilli. In Figure 9E (Cu group), it can be seen that the surface morphology of endometrial mucosal surface changed dramatically. The secretory cells, which have lost microvilli, exhibited a rather smooth surface and were in the process of sloughing off. The luminal openings of endometrial glands were irregular, and ciliated cells were apparently decreased. In the TEM images, the ultrastructure of endometrium of the SO group of rabbits is shown in Figure 9A. It can be seen that no obvious abnormality was found in the morphology and structure of endometrial epithelia and that the junction of cells can be observed normally. In the LDPE group (Figure 9B), the structure of endometrial cells was close to normal and the microvilli of epithelial cells became sparser. In Figure 9C (the nano-Cu/LDPE group I), the microvilli of epithelial cells became shorter and sparser and the endoplasmic reticulum in epithelial cells expanded slightly. In Figure 9D (the nano-Cu/LDPE group II), the endoplasmic reticulum of the epithelial cells expanded obviously and the mitochondria swelled. It also can be seen that the junction of cells appeared. In the Cu group (Figure 9E), the microvilli of epithelial cells became shorter and larger, and some of the microvilli were broken off. The endoplasmic reticulum of epithelial cells expanded obviously, and the mitochondria deformed seriously. It also

Figure 6 Distribution of plasminogen activator inhibitor 1 (PAI-1), substance P (SP), and substance P receptor (SP-R) in the endometrium of Macaca mulatta. (A) PAI-1 of the sham-operated control group. (B) PAI-1 of the nano-copper (Cu)/low-density polyethylene (LDPE) group I. (C) PAI-1 of the Cu group. (D) SP of the nano-Cu/LDPE group I. (E) SP of the Cu group. (F) SP-R of the nano-Cu/LDPE group I. (G) SP-R of the Cu group.
can be seen that the junction of the cells was deformed and the outline of the cells was obscured.

The TEM images of the endometrial ultrastructure for the *M. mulatta* that received implants for 30 days are presented in Figure 10. The ultrastructure of endometrium of the SO group of *M. mulatta* is shown in Figure 10A. It can be seen that no obvious abnormality was found in the epithelia and that the junction of cells can be observed normally. In the LDPE group (Figure 10B), the structure of endometrial cells was close to normal, and vacuoles appeared in the cytoplasm. The ultrastructure of the endometrium of the nano-Cu/LDPE group I is shown in Figure 10C. The microvilli of endometrial epithelial cells became shorter and sparser. In Figure 10D (the nano-Cu/LDPE group II), one can see that the gap of some of the endometrial epithelial cells became wider. The ultrastructure of the endometrium of the Cu group is shown in Figure 10E and F. In Figure 10E, the feature structures of the endometrial cells have already been disordered, and some of the cells show necrosis and shedding. It also can be seen that the gap between cells widened significantly. In Figure 10F, it can be seen that the mitochondria have already been deformed seriously.

**Discussion**

Rodents, such as rats, mice, and rabbits, have frequently been employed for studies on the influence of different IUDs on the endometrium.20,21 The uterus of these animals consists of two long uterine horns and a short common part. The presence of a paired genital tract offers special experimental possibilities. The genetic and physiological similarities between the rhesus macaque (*M. mulatta*) and humans make the former an excellent model for clinically relevant biomedical research.22,23 The balance between tPA and PAI-1 plays an important role in the maintenance of normal hemokinesis. An increase in tPA or decrease in PAI-1 results in the accentuation of fibrinolytic activity and hemorrhage. A prior study from this laboratory demonstrated that tPA levels in nano-Cu/LDPE groups were slightly increased and that the effects of the nano-Cu/LDPE composite on tPA levels in the endometrium were slighter than those of traditional bulk copper. PAI-1 is a member of the serpin (serine protease inhibitor) superfamily of proteins24 and is expressed by many different cell types in a variety of tissues.25 After secretion in its active conformation, PAI-1 can form stable covalent complexes with tPA and thereby irreversibly block the activity of tPA.26,27 PAI-1 messengerRNA and protein are localized in endometrial epithelium and stromal cells around small blood vessels.28 SP is thought to play important roles in the
control of myometrial contractility and uterine blood flow. SP-R, a G-protein-coupled receptor, plays a critical role in injury-induced hyperalgesia or pain. SP interacts with the SP-R to produce its postsynaptic effects. SP and SP-R have been located in the adventitia of large uterine vessels in the myometrium and smaller vessels of the myometrium and endometrium in different species.

The results of this study are similar to those of relevant research. PAI-1, SP, and SP-R are mainly expressed around the endometrial blood vessels and in the cytoplasm of smooth muscle cells and some epithelioglandular cells in rats, rabbits, and M. mulatta. From 30 to 180 days after insertion, the effects of the nano-Cu/LDPE composite on PAI-1, SP, and SP-R levels in the endometrium were less remarkable than those of conventional bulk copper. At day 180 after insertion, no differences of PAI-1, SP and SP-R expression in all material-bearing groups except the Cu group were observed. On the one hand, the results support the evidence that the effects of the endometrial microenvironment take place within the first few months after material insertion. On the other hand, the effects of the nano-Cu/LDPE composite on PAI-1, SP, and SP-R levels in the endometrium are slighter than those of the bulk copper. From the morphologic features of the endometrium of the rats, rabbits, and M. mulatta, a conclusion can be drawn that the damage of the endometrium of the animals caused by the nano-Cu/LDPE composite is much less than that caused by bulk copper.

The contraceptive effect of the Cu-IUD is mainly dependent on the copper ions released by the corrosion of copper; the larger the release rate of cupric ions, the better the contraceptive effect. According to the literature, there is an extremely high corrosive rate during the first few months, known as a cupric ion “burst release” after Cu-IUD insertion. However, overexposure could produce a wide spectrum of effects on surrounding cells and may exert significant in situ adverse effects. Adverse effects such as heavy bleeding and
pelvic pain reported after IUD implant may be related to the inflammation processes associated with high copper ion levels. It is suggested that the cellular and biochemical changes occur in the endometrium after Cu-IUD insertion.\textsuperscript{40–42} Findings from several in vitro and in vivo assays provide evidence that copper ions are capable of interacting directly with macromolecules, modifying conformational structures and thus causing site-specific damage.\textsuperscript{43–45} and indirectly catalyzing through the Fenton/Haber-Weiss reaction the formation of reactive oxygen species and causing several cellular alterations.\textsuperscript{46–48} In addition, ions from metals such as copper exhibit a high affinity for thiol groups and may therefore severely disturb many cell metabolic functions.\textsuperscript{49} As a consequence, oxidative stress, which is the state of redox disequilibrium in which reactive oxygen species production overwhelms the antioxidant defense capacity of the cell, may lead to adverse biological consequences such as damage to lipids, DNA, or proteins, resulting in excess cell proliferation, apoptosis, or mutagenesis.\textsuperscript{50}

Recently, the work of Araya et al shows that the sperm motility almost decreased to zero at a cupric ion concentration of $\sim 8 \times 10^{-6}$ mol/L ($\sim 0.5 \mu$g/mL) for a period of ~20 minutes.\textsuperscript{13} Indicating that 1.0 $\mu$g/mL of the cupric ion concentration is enough to inhibit the motility of human sperm in a simulated uterine solution even if half of the released cupric ions were absorbed by endometrium in vivo. Therefore, 1.0 $\mu$g/mL can be considered the minimal cupric ion concentration that needs to ensure contraceptive efficacy of the IUD in clinical use. The entire genital tract is reported to be exposed to 25–80 $\mu$g/day of cupric ions released from an inserted Cu-IUD.\textsuperscript{6,8,51} That is to say, the cupric ion concentration released by the existing Cu-IUD in uterine fluid is apparently much larger than the minimal cupric ion concentration needed to ensure contraceptive efficacy.

To decrease the adverse effects of the existing Cu-IUD, a brand-new IUD material, we have successfully prepared the nano-Cu/LDPE composite. Not only the special effects of cupric ions, but also the controlled release technology contributes to nano-Cu/LDPE composite preparation. Compared with conventional Cu-IUDs, the nano-Cu/LDPE composite has unique characteristics. The LDPE matrix is the frame, and copper nanoparticles are distributed in the composites uniformly. The space inside offers osmosis passageway for copper ions and corrosion mediator, and it can effectively control the corrosion rate by separating the copper nanoparticles with the matrix. The prephase of study confirms that the material releases copper ions in a steady velocity in a simulated uterine solution, which differs from the burst release of copper ions of conventional Cu-IUDs.\textsuperscript{18,40,41,52} The size effect of copper nanoparticles can control copper ion release velocity.\textsuperscript{53} With the same copper content, the nano-Cu/LDPE IUD releases more copper ions than the conventional Cu-IUD in the same liquid environment. The antifertility effect of the nano-Cu/LDPE composite is as excellent as that of the Cu-IUD material.\textsuperscript{15} Furthermore, comparison of results obtained from cytotoxic effect in vitro shows that cytotoxicity caused by the Cu-IUD is significantly higher than that caused by the nano-Cu/LDPE IUD.\textsuperscript{14} Therefore, in this work, because of the unique characteristics of the nano-Cu/LDPE composite, the cupric ion concentration is apparently smaller than that of the bulk copper, possibly explaining why the effects of the nano-Cu/LDPE composite on PAI-1, SP, and SP-R levels in the endometrium are less remarkable than those of bulk copper.

Among the various factors that can do damage to the endometrium of animals, the surface condition of the Cu-IUD material may be an important factor except for the influence of the release rate of cupric ions.\textsuperscript{40} The surface of the bulk copper of the existing Cu-IUDs becomes coarser and coarser with increasing time in the uterine solution, because of the corrosion of copper.\textsuperscript{54} Finally, the corrosion products, such as Cu$_2$O, Cu(OH)$_2$, and CaCO$_3$, are deposited on the surface of the bulk copper; such hard, calcified deposits as CaCO$_3$ will aggravate the damage of the endometrium.\textsuperscript{55,56} Compared with the corroded bulk copper, the surface of the corroded nano-Cu/LDPE composite is much smoother, much softer, and much cleaner.\textsuperscript{17} Therefore, the damage caused by the implanted nano-Cu/LDPE composite is much less than that caused by implanted bulk copper.

**Conclusion**

In view of these study results, the effects of the nano-Cu/LDPE composite on the corresponding factors involved in irregular bleeding and pain after insertion are slighter than those of bulk copper, and its mechanism of reducing the adverse effects of an IUD might be related to a slight decrease in PAI-1 and to the inhibition of local SP and SP-R level increases after insertion. More importantly, the nano-Cu/LDPE composite and bulk copper have different influences on the morphology of endometrium of animals. The damage of the endometrium caused by nano-Cu/LDPE composite is much less than that caused by the bulk copper. These data are in accordance with our previous work showing that this new type of composite, the nano-Cu/LDPE composite, may be a potential substitute for conventional materials for IUDs in the future because of its decreased adverse effects on the endometrial microenvironment. In addition, further investigation has to be done in adequate clinical trials to test the effect of
this novel material on human endometrium and to determine whether there is any reduction in adverse effects.

Acknowledgment
The authors gratefully acknowledge the financial support of Key Technologies Research and Development Programme of the National Tenth Five Years Plan, People’s Republic of China (number 2006BA103B01).

Disclosure
The authors report no conflicts of interest in this work.

References

36. nordengren j, pilka r, noskova v, et al. differential localization and expression of urokinase plasminogen activator (uPA), its receptor (uPAR), and its inhibitor (PAI-1) in tissues. EMBO J. 2000;19(4):1137–1144.
49. Hultberg B, Andersson A, Isaksson A. Copper ions differ from other thiol reactive metal ions in their effects on the concentration and redox status of thiols in HeLa cell cultures. Toxicology. 1997;117(2–3):89–97.